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USER MANUAL 
EUROTHERM 2204e 

For CLIMATS TM series 
 
 
 
1. Getting started with main Switch  
Once switched on, Eurotherm 2204e (96X96 format), runs a self test sequence  (3 
seconds), then displays Actual temperature (process value) (upper part) and 
Required value (setpoint ) (lower part), then active regulation outputs, corresponding 
to Hot and Cold actuators.  
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2. To adjust the setpoint  

From « Home display » (Actual temperature and Setpoint display ): 
 

�  Decrease the value :  
Press continuously “Down arrow” key  

 
�  Increase the value : 

Press continuously “Up Arrow » key  
 
Nota  : After 2 seconds, the lower readout will « blink »indicating new value has been 
accepted. 

 


